CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /‘g(lt

I hereby certify that these documents-are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
DY - W25/ ﬂ’/oymaintained by the Tucson Police Department

'
n

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:_ Z//2/05  Call_g O5( AC Cal2 0.0522 AC

Date: 5/4/05 Call ). 0F§& AC Cal2 0.039  AC

Date: — Call AC Cal2 AC
Between the dates of ?/ (2/0S and & / GL/ o5

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on —

The instrument was returned to s:g':;n —_
A@\Z/‘ W

Irene Doran

/5 /0C

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this____ %5, day of

ﬁzﬁ‘o){ , 20_Q_S_.'

5> ¥| NOTARY PUBLIC-ARIZONA

OFFICIAL SEAL
KATHY A. KINNEY |

S/ PIMA COUNTY | Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES é

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

AGENCY  Tucson Police QA SPECIALIST {é,VVM Ga,[/eﬂ 0S 298¢+
APrint Ngme) .

INTOXILYZER SERIAL # (p4-00 25(6 (’#‘(Z) LOCATION IvadtiC

DATE A%u‘g{—;,é ﬁ DS TIME 14440

| Wl Display reads “READY TO START” or "PUSH BUTTON TO START
TEST.”

DIAGNOSTIC TESTS
.~ DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or

/ keyboard menu selection “H”. Reading is 337 .
Display Test check. Mode selection switch S1 on and S2

w//’ and S3 off or keyboard menu selection “V”.
Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection “P”.

U// Clock time check. Mode selection switch S10 on or
keyboard menu selection “E”.

L/// Date check. Mode selection switch S11 on or keyboard
menu selection “E”.

QPERATIONAL TESTS
v~ Alcohol free subject Test result 0.000 AC
Error recognition logic system functioning

Invalid test printed

v Proper sample recognition system
Invalid sample printed 0/,/ v
Deficient sample printed

N/A Completeness of sample purge with collection tube**

|Z Calibration standard 0.0 0 AC
Results: OQlﬁ AC and (). 0349 /
YES NO

Instrument operating properly and accurately.

COMMENTS :

SIGNATURE 6 (,LLD(—

Q0. N/JA alcohol concen tion sé;gAard collected for subsequent
analysis.**

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



//DUI . ONIWD A2 9861 © ﬁ : T ommokaseel 0 .w
UNE QYYD HIINIYG INIWNHLSNI -HIZANXOLNE UNE : QYWD HALNIE LNINNHISNI GHIZATIXOLNI mmw
G\ - Shea e .
: R=
3 V T
n/m | ..m
- - ! w
SYHYW3M HO/ONY NOLLVYJMGIN! TYNOILIZQY mv\.xszwx HO/ONY NOUYWHOIN TYNOLLIODY ..m
TOLV3a0 - - o
15887 oY LISV i
NOUVI0 1 ININNHISN GIAUI5H0 1581 INL EWL.—W%E : G3AN3SE0 15HH ML m
L = ;
JNVN S.L03anNs INVN $.10308NS ulm.
E}
: P B
T 2 bes WAL :
8
e A O .M
lllllllllllllllllllllllllll I hBED m
lllllllllllllllllllllllllllll [ S
............................... 1 28z g m |
............................ | 5850 . 2 |
......................... | 2850 { 5
.............. S — YA Y g
HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH mm
HHHHHHHHHHHHHHEHHHHHHHHHHHHHHHHH s
HHHHHHHHHHHHHHHHHHHHHHHHBHHHHMH ”mm
HHHHHHHHHHHHHHHHNHHHHRHHHHHHHHH - . , km
HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH Ahthl  @go’ AHPI3 dIY g
HHHHHHAHHHHHHHHHHHHHHHHHEHHY HHB ahihl fgeg” 1531 133rans .mw
33333333333323333333333333333333 Bhthl @ag” xzqqm 410 .Mﬂ
3333333333333333333333333333333 : ' . S nm
133333333433333335333333333333333 IUIL INes aug ‘,PMMH %m
wmmummwmmmmmmmmmmwmmmmmwuﬂmmmmw : : . , . o %m
33333333332333333333333333333333 : . . . m&\:@xma &%
333333333333333F333333333333333 o1c2@B-h9 HS - @085 JmDDEYNc mM
fhahl <87 <h3 _ HIZATHHE TOHODY - ¥3ZATIXOLNI e%
SAaShEs38a QlS2ef-hy M3 AHI IWD /4 "dadd HHD 5 Y4303d mw
L [ e l’.lvlll\a|v|..||l.v'..Ivl.llll[[nl.:llll!f.[[.ll’lvl'l.r'nlnll -m mb
S g
[




Tucson Police Department Crime Laboratory

ONIIND AQ 9861l O

QYYD HILNIMD LINIWNHLSNI +H3IZAUXOLN?

SNHVINIY HO/ONY NCUYWYOINI ,_<ZO_._,_QO<

YOIV IO \

\lelor4 m?v:sw

NOLLYJOT LN NNHLISNE

Qi

QJ3AHISAO 1SHIJ TN

JWNVN $.13:8NS

TIF

2hoht (57575 AMEG 419
Shihi Bl AJ3IHD HD
dhihl Gee - HHBI3 AIW
JUIL INHA OH3 1931
Wm_n...j—m_\m..@
SISI08-h9 HS 285 13001 2y

HIZATEHE TOHOITY ~ J3ZATIKOLHI
ANT THD S "dH0D TTYNDIS 1Ya303d

ONIRND Ad 9861 O

sy

QHVD HILNIH INIWNYLISNI gHIZATIXQLN!

SHHYW3H HO/ONY NOUVWEOINI TYNOILIOGY

£4e82 ﬂﬁoﬁw
NP o

214

AMYIE 41Y

AhihT aoe "

Shihl 80 HIAHD MY

KLE ST MNYTE HIY

IMIL 3NTHA 263 Hamh
_ | SB/hE S0

o@nm 3000 2y
HAZATIROLHI

916268-h9 HS
CHIZATHHY 0HOATY
IMT IMD " dd0d

HIZJHO JammDMm .ng

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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ADOITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD m

! © 1986 by CMIINC.
e

l ursuant to section 28‘132 7, Al 1zona RCVISCd Statmes, t-hls docur"ent 1S a cer tlfied duphwe Of thc l"fol mation OOIlta.lned 1n w"‘pUtel
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Sof

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY 9
A.A.C. R9-14-404(A)

EXHIBIT P ‘p'f{

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucson Police Department Date 8"7( 2-005 Time /'7”/0

Intoxilyzer Serial # b‘/——ﬂ[)ZSlé 6#/7_) Location {Vaﬁ_;‘é
A Specialist Touvvy Galleads  R894%F

(Pri Name)

1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

<

( / . standard value: 0.0H0 AC
A
sl

Turn on the simulator and allow the temperature to

reach 34°C+.2°C.

3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "“C”
on keyboard menu.

4. Attach simulator to the simulator entrance port on the

V// Intoxilyzer
( VT/ 5. Intoxilyzer 5000 display reads “READY TO START” or
“PUSH BUTTON”
(V4>7/ 6. Push Start Test button or press enter on keyboard.
(;j/r/ 7. Insert card in response to display.
(v/gﬁ:-S. Air blank completed. '
9 Calibration check completed.
AC

'/(/ Test results O. 0.0F
) 10. Air blank completed.
11. When display reads Test Complete remove evidence card.
L//// Attach the card to the completed checklist.
{ ) 12

. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

on keyboard
SIGNATURE d/(z\ﬂ (C

. *WITE OR WITHOUT VAPOR RECIRCULATI&/AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl1l6 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




